
Colifast Micro Detector - Quick Guide

Analyse sub-sample

On/Off

Add 3 drops (0.1 ml) 

0.5 M NaOH
4

Cap and turn 

approx. 10 times
5

Analyse 4

Cap and turn 

approx. 10 times3

Change values

Start Calibration

Change Cal set

Confirm/enter

Cuvette

Display

Sample analyses Calibration (if needed)

For technical support please contact Colifast AS or your local Distributor:   Colifast AS, Strandveien 33, P.O. Box 31, 1324 

Lysaker, Norway.  Tel: +47 67100510, Fax: +47 67100520, e-mail: post@colifast.no,  web-site: www.colifast.com
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2 Add 3 drops (0.1ml) 
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Transfer 3 ml of Blank 

and Cal48 solution to 
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Colifast Micro Detector

Water, Fluorescence (MU) Production
Colifast 6 media, 10 ml water sample, 44oC, 2h 15min, 3 or 5 readings                  

(3ml subsample + 0,1ml NaOH)

Time, min 1 2 3 4

15

(45)

75

(105)

135

Slope: MU 

Production / hour

CMD slope

(Increase in RFU/hour)

Bacteria/100 ml

<2,5 ~ 0

2,5 500

5 1 000

25 5 000

50 10 000

100 20 000

500 100 000

Guideline river water

Date /

Location

1 Slope unit = 200 cfu/100 ml

Bacterial level 

cfu/100ml



Colifast Micro Detector – Quick Guide

Analyse Cuvette

On/Off

Remove caps and add 3 

drops (0.1ml) 0.5M 

NaOH to each cuvette

4

Cap cuvettes and 

turn 8 times
6

Analyse 

cuvettes

Kyvette

Result

Most Probable Number Test (method 3) 

6ml sample

Tecnical support:   Colifast AS, Strandveien 35, P.O. Box 31, 1324 Lysaker, Norway.                         

Tel: +47 67100510, Fax: +47 67100520, e-mail: post@colifast.no,  web-site: www.colifast.com

44oC

Transfer 3ml 

to 6 cuvettes 

(total 18ml)

Add 6ml sample to 

pre-filled vial1
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Cap vial and 

turn 5 times 3

Cap cuvettes and 

incubate for 11 hours 

(or longer – max. 16h)

5

Number positive 

cuvettes (of 6)

Fecal coliforms pr 

100ml 

0 0 (< 20)

1 20

2 45

3 79

4 128

5 227

6 450 (> 227)

Positive kuvette = Result over 200 & «over»
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Colifast Micro Detector – Quick Guide

Analyze cuvette

On/Off

Add 3 drops (0.1ml) 

0.5M NaOH

2

Cap cuvette and 

turn / mix5
Analyze 

cuvette

Cuvette

Result

Presence/Absence (metod 2)

Large100ml flask

Technical support: Contact Colifast AS or local distributor.  Colifast AS, Strandveien 35, P.O. Box 31, 1324 Lysaker, 

Norway.  Tel: +47 67100510, Fax: +47 67100520, e-mail: post@colifast.no,  web-site: www.colifast.com

44oC: Termotolerant 

coliforms (12h, max 18h)

37oC: E.coli, total coliforms 

(12-14h, max 18h)    

Add 100ml sample to prefilled flask 

(to 100 mark )
1

6
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Tighten lid and incubate 

(start timing)
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- 100  Colifast 100 -

Transfer 3ml to 

cuvette (subsample)
3

Time / hours

6  (Early Warning)

10  (Early Warning

12/14  - (Final reading)

Positive sample = Result over 200

Positive sample = Presence of indicator bacteria
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Colifast Microdetector - Quick Guide
Pseudomonas aeruginosa

Analyse sub-sample

On/Off

Cap & mix4

Analyse

Cal 240

3

2 Transfer 3 ml of Blank and 
Cal 240 to two separate cuvettes, 
cap and mix

Set standard

Start Calibration

Enter

Cuvette

Display

Analyse sample Calibration

37oC, 
18 h

Incubate

Transfer 3ml to  
cuvette (sub-sample)

Transfer 10 ml water sample to 
the vial with 10 ml medium.

1

3

2

5

1

Rev 2. 030815

Blank

Blank Cal 240

Push  the CAL button on the
CMD and follow instructions

For  technical support please contact your local distributor or Colifast AS:   Colifast AS, Strandveien 35, P.O. Box 31, 1324
Lysaker, Norway.  Tel: +47 67100510, Fax: +47 67100520, e-mail: post@colifast.no,  web-site: www.colifast.com

Sample

Set standard
The standard value of the 

Colifast CMD must be 
adjusted when testing for 

P. aeruginosa. Set the 
standard to 240:  Press 

ON/OFF on the Colifast 
Micro Detector. Press STD 
VAL and check that value 
is 240. If not, use up and 
down arrows to set 240. 

When finished, Press ESC
or ENT to accept the value 

and return to the Home 
screen. For coliform 
testing, the standard 

must be set back to 48.

Results
PRESENCE / ABSENCE 

After 18 hours. Presence is indicated 
by reading 200 ppb or more. 



 
 

EMERGENCY:  TEL +47 67 10 05 10        

 

MATERIAL SAFETY DATA SHEET 

1. Name of product:   Media Developer, liquid 
CAT  # 61-022M-D01 

2. MSDS Reference # 08 

Creation date:  14th  July 1999 

Revision date: 27th  July 2015 

3. Manufacturer 

Colifast AS, P.O Box 31, 1324  Lysaker, Norway 

Tel +47 67 10 05 10, Fax +47 67 10 05 20, e-mail: post@colifast.no 

4. Application   

Fluorescence enhancer for Colifast Analyser, Colifast Micro Detector and Colifast At-Line Monitor. 

5. Description of product 

State: Liquid. Appearance at room temp: Transparent liquid  

6. Composition  

98 % Purified water (H2O)   CAS no.: 7732-18-5 

2 % Sodium Hydroxide (NaOH)    CAS no.: 1310-73-2 

7. Toxicological data 

May be harmful by ingestion and contact.  

Diluted NaOH (0.5M). Solid NaOH: Adm. norm: 2 mg/m3 T, CORROSIVE and Hazard class: C; 35 

  

8. Hazards Identification 

Avoid contact and ingestion. 

9. First Aid Measures 

In case of contact with eyes, flush with plenty of water for at least 15 minutes. Consult a physician. 

In case of skin contact, remove contaminated clothing and wash skin with water.   

If swallowed, drink a lot of water or milk provided person is conscious. Consult a physician. 

Wash contaminated clothing before reuse. 

 

10. Protective measures 

Avoid contact with eyes and skin. Do not swallow. Avoid prolonged or repeated exposure.  



 

 
COLIFAST AS, P.O. BOX 31, STRANDVEIEN 35, 1324 LYSAKER, NORWAY 

TEL:  +47 67 10 05 10, FAX: +47 67 10 05 20  e-mail: post@colifast.no 
 

11. Reactivity and special precautions 

Keep lid tightly closed. 

Incompatibilities: water and alcohol.  

Not fire hazard but when it comes in contact with specific metals under appropriate humidity, hydrogen gas can 

be produced which can be explosive.  

Hazardous combustion or decomposition products: hydrogen gas 

12. Disposal Information 

Observe all national and local environmental regulations.  

13. Measures to be taken in the event of spills and leakage 

Keep unnecessary people away. Wear protective equipment. Sweep up, place in a bag and hold for waste 

disposal.  

14. Physical data 

State: Liquid 

Solid NaOH data:  

Melting point: 340oC  

Flash point: 1390oC 

Density: 2.13 kg/dm3  

Water solubility: 52% at 20oC  

15. Fire fighting measures 

Extinguishing media: water-spray, carbon dioxide, dry-chemical powder or appropriate foam.  

Special fire fighting procedures: wear self-contained breathing apparatus and protective clothing to prevent 

contact with skin and eyes.  

Unusual fire and explosions hazards: toxic fumes under fire conditions.   

16. Transportation Information 

RID/ADR:  Non-hazardous for road freight 

IMDG:   Non-hazardous for sea freight 

ICAO/IATA: Class 6.1 “Toxic Substances” according to IATA Dangerous Goods Regulations. Non-

hazardous for airfreight.  

17. Regulatory Status 

EUROPEAN INFORMATION;  data not available 

TLV and SOURCE;      data not available 

U.S. INFORMATION;     data not available 

18. Other Information 

The above information is believed to be current and accurate. However, Colifast AS makes no warranty with 

respects to such information, as assumes no liability for any loss or injury, which may result from the use of this 

information. Users should conduct their own investigations to determine the information.  

 



 

 

 

EMERGENCY: TEL +47 67 10 05 10        

 

MATERIAL SAFETY DATA SHEET 

1. Name of product:   Colifast 6 Medium, liquid 
CAT # 71-062M-T40, 71-062M-F1, 71-062M-X(C)20 and 71-062M-F21 

2. MSDS Reference # 01 

Creation date:  21st  January 1999 

Revision date:  22th  November 2021 

3. Manufacturer 

Colifast AS, P.O Box 31, 1324  Lysaker, Norway 

Tel +47 67 10 05 10, Fax +47 67 10 05 20, e-mail: post@colifast.no 

4. Application   

Biological testing 

5. Description of product 

State: Liquid. Appearance at room temp: Cream coloured liquid with no odour. 

6. Composition  

Purified water                                                 

Proteose Peptone No.3         

Yeast Extract        

Sodium chloride, NaCl                     CAS #  7647-14-5 

Substrate                                                                                  

Inhibitors and Inducers 

Salts    

7. Toxicological information 

May be harmful by ingestion. 
 

To the best of our knowledge, the chemical, physical and toxicological properties have not been 

thoroughly investigated. 

8. Hazards Identification 

Avoid contact and ingestion 

9. First Aid Measures 

In case of contact with eyes, flush with plenty of water. Consult a physician.  

If swallowed, wash out mouth with water provided person is conscious. Wash contaminated clothing 

before reuse. 

In case of accident or if you feel ill, seek medical advice immediately.  



 

 

 

 

10. Protective measures 

Precautionary measures when used: Avoid any contact with eyes and skin. Do not swallow. 

Always wear suitable protective clothing, gloves and eye/face protection. Perform in ventilated area to 

avoid dust. Wash thoroughly after handling. Safety shower and eye bath must be available. 

11. Reactivity and special precautions 

Stable at 4-50 0C under normal pressure.  

Incompatibilities: strong oxidising agents and reducing agents.  

Hazardous combustion or decomposition products: toxic fumes on carbon monoxide, carbon dioxide 

and sulphur oxides.  

12. Transportation and Storage Conditions 

The product can be shipped at ambient temperatures for up to 24 weeks. The product must be stored at 

4-30 C and protected from sunlight. The shelflife is 6 months and the production date is printed on 

each storage box assuming proper storage as described above. 

13. Disposal Information 

Dissolve or mix the material with a disinfectant solvent or burn in a chemical incinerator equipped with 

an afterburner and scrubber. Observe all national and local environmental regulations.  

14. Measures to be taken in the event of spills and leakage 

Keep unnecessary people away. Sweep up, place in a bag and hold for waste disposal..  

15. Physical data 

State: Liquid. Melting point: not available. Flash point: not available. Specific gravity: not available. 

Water solubility: not available.  

16. Fire fighting measures 

Extinguishing media: water-spray, carbon dioxide, dry-chemical powder or appropriate foam.  

Special fire fighting procedures: wear self-contained breathing apparatus and protective clothing to 

prevent contact with skin and eyes.  

Unusual fire and explosions hazards: toxic fumes under fire conditions.   

17. Transportation Information 

RID/ADR: Non-hazardous for road freight 

IMDG:  Non-hazardous for sea freight 

ICAO/IATA: Class 6.1 “Toxic Substances” according to IATA Dangerous Goods Regulations. 

Non-hazardous for air freight.  

18. Regulatory Status 

EUROPEAN INFORMATION;  data not available 

TLV and SOURCE;    data not available 

U.S. INFORMATION;    data not available 

19. Other Information 

The above information is believed to be current and accurate. However, Colifast AS makes no warranty 

with respects to such information, as assumes no liability for any loss or injury that may result from the 

use of this information. Users should conduct their own investigations to determine the information.  
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MATERIAL SAFETY DATA SHEET 

1. Name of product:  Colifast E. coli Medium, liquid 
CAT # 71-061M-T40, 71-061M-F1, 71-061M-X(C)20 and 71-061M-F21 

2. MSDS Reference # 12 

Creation date:  31st  October 2001 

Revision date:  17th October 2008 

3. Manufacturer 

Colifast AS, P.O Box 31, 1324  Lysaker, Norway 

Tel +47 67 10 05 10, Fax +47 67 10 05 20, e-mail: post@colifast.no 

4. Application   

Biological testing 

5. Description of product 

State: Liquid. Appearance at room temp: Cream coloured liquid with no odour. 

6. Composition  

Purified Water 

Proteose Peptone No.3      

Yeast Extract        

Sodium chloride, NaCl     CAS #  7647-14-5 

Substrate                                                     

Inhibitors and Inducers 

Salts      

7. Toxicological information 

May be harmful by ingestion. 
 

To the best of our knowledge, the chemical, physical and toxicological properties have not been 

thoroughly investigated. 

8. Hazards Identification 

Avoid contact and ingestion 

9. First Aid Measures 

In case of contact with eyes, flush with plenty of water. Consult a physician.  

If swallowed, wash out mouth with water provided person is conscious. Wash contaminated clothing 

before reuse. 

In case of accident or if you feel ill, seek medical advice immediately.  

  

 

 

 

 

 



 

 

 

 

 

10. Protective measures 

Precautionary measures when used: Avoid any contact with eyes and skin. Do not swallow.  

Always wear suitable protective clothing, gloves and eye/face protection. Perform in ventilated area to 

avoid dust. Wash thoroughly after handling. Safety shower and eye bath must be available.  

11. Reactivity and special precautions 

Stable at 4-50 0C under normal pressure.  

Incompatibilities: strong oxidising agents and reducing agents.  

Hazardous combustion or decomposition products: toxic fumes on carbon monoxide, carbon dioxide 

and sulphur oxides.  

12. Transportation and Storage Conditions 

The product can be shipped at ambient temperatures for up to 24 weeks. The product must be stored at 

4-30 C and protected from sunlight. The shelflife is 6 months and the production date is printed on 

each storage box assuming proper storage as described above. 

13. Disposal Information 

Dissolve or mix the material with a disinfectant solvent or burn in a chemical incinerator equipped with 

an afterburner and scrubber. Observe all national and local environmental regulations.  

14. Measures to be taken in the event of spills and leakage 

Keep unnecessary people away. Sweep up, place in a bag and hold for waste disposal.  

15. Physical data 

State: solid. Melting point: not available. Flash point: not available. Specific gravity: not available. 

Water solubility: not available.  

16. Fire fighting measures 

Extinguishing media: water-spray, carbon dioxide, dry-chemical powder or appropriate foam.  

Special fire fighting procedures: wear self-contained breathing apparatus and protective clothing to 

prevent contact with skin and eyes.  

Unusual fire and explosions hazards: toxic fumes under fire conditions.   

17. Transportation Information 

RID/ADR: Non-hazardous for road freight 

IMDG:  Non-hazardous for sea freight 

ICAO/IATA: Non-hazardous for air freight.  

18. Regulatory Status 

EUROPEAN INFORMATION;  data not available 

TLV and SOURCE;    data not available 

U.S. INFORMATION;    data not available 

19. Other Information 

The above information is believed to be current and accurate. However, Colifast AS makes no warranty 

with respects to such information, as assumes no liability for any loss or injury that may result from the 

use of this information. Users should conduct their own investigations to determine the information.  


